MADISON COUNTY DISTRICT ATTORNEY’S OFFICE

CALIBRATION RECORDS SUBMISSION F ORM FOR
C.P.L. ARTICLE 245 COMPLIANCE

NYS University Police-MerisviIIe

AGENCY:

CALIBRATION

RECORDS FOR

THE PERIOD: January 12018 ¢ December 518
AGENCY CONTACT: Lt. Conor Duffy

(If there are any questions (31 5)684_641 0

on the calibration records Phone:
submitted.)

Email: duffycj@morrisville.edu :

PLEASE SUBMIT ALL CALIBRATION RECORDS BY A LABELED PDF SENT BY '
EMAIL TO discovery@madisoncounty.ny.gov WITH THIS SUBMISSION FORM AS THE
FIRST PAGE OF THE PDF. THANK YOU!

PLEASE CHECK ONE:

With the present submission, the calibration records for the period specified above,
that appear as a listed item of “automatic discovery” under C.P.L. § 245.20(1), are
complete and have been submitted to the District Attorney’s Office.

D With the present submission, the calibration records for the period specified above,
that are a listed item of “automatic discovery” found under C.P.L. § 245.20(1) are pot
complete and further calibration records for the above listed dates will be submitted
to the District Attorney’s Office as soon as they are available.

PLEASE NOTE that under C.P.L. § 245.20(1), the list of materials to be turned over for discovery is phrased as
“including but not limited to” and all discovery materials must be turned over within_fifteen_(15) days_of
arraignment. Please note that under C.P.L. § 245.55(2), that a standing on-going request has been made to your
agency from the district attorney by which you are required to turn over “a complete copy of its complete records
and files related to the investivation of the case or the prosecution of the defendant”,




Infrared Instrument
Weekly Calibration Verification Test Record:

Department: N\\ Sy Q /”e,g;( svi L Instrument Serial #:_{ec (33

Test | Simulator Simulator Sim. Test Results Breath Analysis | Sim.
Date | Solution Lot | Temperature Serial# Supervisor Sal;
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* _ Please enter a vV to denote simulator solution change taking place




SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 10/27/2017

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17220

Nominal = 0.10 g/210L

BLANK TEST 0.00 ~18:15
INTERNAL STANDARD VERIFIED 18:15
REFERENCE STANDARD TEMP 33.96¢
REFERENCE STANDARD 0.09 18:15
BLANK TEST 0.00 18:16
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.09 18:16
BLANK TEST 0.00 18:17
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.09 18:17
BLANK TEST 0.00 18:18




SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 11/03/2017
Permit #: 44635
Reference Standard #: 17220

Nominal = 0.10 g/210L

Operator Name: RICHARD P BOWMAN

Operator Agency/Dept: SUC MORRISVILLE PD

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 33.97¢
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 33.98¢
REFERENCE STANDARD 0.09
BLANK TEST - 0.00

05:15
05:15

05:16
05:16

05:17
05:17

05:18
05:18

20.0

32.0

28.0

20.0

16.0

12.0

8.0

16.0

12.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 11/10/2017

Permit #: 39998

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

Operator Name: CONOR J DUFFY

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17220

0.00
VERIFIED
33.98¢c
0.09
0.00
33.94c
0.09
0.00
33.96¢
0.09
0.00

07:31
07:31

07:31
07:32

07:32
07:33

07:33
07:34

28.0

28.0

24.0

20.0

16.0

12.0

28.0

24.0

20.0

16.0

12.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 11/17/2017

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17220

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:30
INTERNAL STANDARD VERIFIED 18:30
REFERENCE STANDARD TEMP 33.96¢C

REFERENCE STANDARD:- 0.09 18:30
BLANK TEST 0.00 18:31
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 18:31
BLANK TEST 0.00 18:32
REFERENCE STANDARD TEMP 33.94c

REFERENCE STANDARD 0.09 18:32
BLANK TEST 0.00 18:33
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36.0
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28.0
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 11/24/2017

Operator Name: RICHARD P BOWMAN

Permit #: 44635

COperator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17220

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
33.94c
0.09
0.00
33.95¢c
0.09
0.00
33.96¢C
0.09
0.00

11:47
11:48

11:48
11:49

11:49
11:50

11:50
11:51
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0.16

0.14

(e}

o

o
=

15

20

25

15

20

25
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16.0

12.0

20.0

16.0
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SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 12/01/2017

Operator Name: JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 21:58
INTERNAL STANDARD VERIFIED 21:59
REFERENCE STANDARD TEMP 33.93c

REFERENCE STANDARD 0.09 21:59
BLANK TEST 0.00 22:00
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 22:00
BLANK TEST 0.00 22:01
REFERENCE STANDARD TEMP 33.98¢c

REFERENCE STANDARD 0.09 22101
BLANK TEST 0.00 22:02
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 12/08/2017

Operator Name: NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0:00 22:41
INTERNAL STANDARD VERIFIED 22:41
REFERENCE STANDARD TEMP 33.97c

REFERENCE STANDARD 0.09 22142
BLANK TEST 0.00 22:42
REFERENCE STANDARD TEMP 33.97c

REFERENCE STANDARD 0.09 22:43
BLANK TEST 0.00 22:43
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 22:44
BLANK TEST 0.00 22:44
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SUPERVISOR TEST .

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 12/16/2017

Operator Name: JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 11:28
INTERNAL STANDARD VERIFIED  11:28
REFERENCE STANDARD TEMP 33.96¢

REFERENCE STANDARD 0,09 11:28
BLANK TEST 0.00 11:29
REFERENCE STANDARD. TEMP 33.99c

REFERENCE STANDARD 0.09 11:29
BLANK TEST 0.00 11:30
REFERENCE STANDARD TEMP 33.97c

REFERENCE STANDARD 0.09 11:30
BLANK TEST 0.00 11:31
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rféUPERVISOR TEST

]
SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123
Date: 12/22/2017
Operator Name: RICHARD P BOWMAN
Permit #: 44635
Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310
Nominal = 0.10 g/210L
BLANK TEST 0.00 13:009
INTERNAL STANDARD VERIFIED 13:09
REFERENCE STANDARD TEMP 33.99%¢
REFERENCE STANDARD 0.09 13:10
BLANK TEST 0.00 13:11
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.09 13:11
BLANK TEST 0.00 13:12
REFERENCE STANDARD TEMP 33.98c
REFERENCE STANDARD 0.09 13:12
BLANK TEST 0.00 13:13
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 01/01/2018

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference-Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 15:16
INTERNAL STANDARD VERIFIED 15:16
REFERENCE STANDARD TEMP 33.97¢

REFERENCE STANDARD 0.09 15:16
BLANK TEST 0.00 15:17
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 15:17
BLANK TEST 0.00 15:18
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 15:19
BLANK TEST 0.00 15:19
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 01/05/2018

Operator Name: NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE PFD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLENK TEST ’ 0.00 08:06
INTERNAL STANDARD VERIFIED 08:06
REFERENCE STANDARD TEMP 33,98¢c

REFERENCE STANDARD 0.09 08:07
BLANK TEST 0.00 08:07
REFERENCE STANDARD TEMP 33.96¢

REFERENCE STANDARD 0.09 08:08
BLANK TEST ~0.00 08:08
REFERENCE STANDARD TEMP 33.98¢c

REFERENCE STANDARD 0.09 08:09
BLANK TEST 0.00 08:09
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SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 01/12/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 03:33
INTERNAL STANDARD VERIFIED 03:33
REFERENCE STANDARD TEMP 33.99¢

REFERENCE STANDARD 0.09 03:34
BLANK TEST 0.00 03:34
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 03:35
BLANK TEST 0.00 03:36
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 03:36
BLANK TEST 0.00 03:37
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Infrared Instrument
Weekly Calibration Verification Test Record

Department: NP Mo rrsville_

Instrument Serial #:

0ol 23

Test | Simulator Simulator Sim. Test Results Br‘eath Analysis | Sim.
Date | Solution Lot | Temperature Serial# Supervisor 2‘}’1‘

# ¢ ange
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* _ Please enter a V to denote simulator solution change taking place




| SUPERVISOR TEST 4\

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 01/19/2018

Operator Name: NICOLE M WRIGHT
Permit #: 41034

Operator Agency/Dept: SUC MORR
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD VERI
REFERENCE STANDARD TEMP 33
REFERENCE STANDARD

BLANK TEST

REFERENCE STANDARD TEMP 33
REFERENCE STANDARD

BLANK TEST

REFERENCE STANDARD TEMP 33
REFERENCE STANDARD

BLANK TEST

ISVILLE PD

0.00
FIED
.98¢c
0.09
0.00
.97¢c
0.09
0.00
.99¢c
0.09
0.00

12:501
12:52

12:52
12:53

12:53
12:54

12:54
12:55

0.14
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0.04
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24.0
20.0
16.0

12.0

32.0
28.0
24.0
20.0
16.0

12.0

4.0

0.0
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 01/26/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17310

Nominal = 0.10 g/210L

BLANK TEST 0.00 02:21

INTERNAL STANDARD VERIFIED 02:22
REFERENCE STANDARD TEMP " 34.00c

REFERENCE STANDARD 0.09 02:22
BLANK TEST 0.00 02:23
REFERENCE STANDARD TEMP 33.98c

REFERENCE STANDARD 0.09 02:23
BLANK TEST 0.00 02:24
REFERENCE STANDARD TEMP 34.00¢

REFERENCE STANDARD 0.09 02:24
BLANK TEST 0.00 02:25
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SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 02/02/2018

Operator Name: JONATHAN S MACKO

Permit #: 45982 .
Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 03:33
INTERNAL STANDARD VERIFIED 03:33
REFERENCE STANDARD TEMP 33.98¢

REFERENCE STANDARD 0.09 03:33
BLANK TEST 0.00 03:34
REFERENCE STANDARD TEMP 33.95¢

REFERENCE STANDARD 0,09 03:34
BLANK TEST 0.00 03:35
REFERENCE STANDARD TEMP 33.97c

REFERENCE STANDARD 0.09 03:35
BLANK TEST 0.00 03:36
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

pate: 02/09/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE FD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 02:38
INTERNAL STANDARD VERIFIED 02:38
REFERENCE  STANDARD TEMP 33.99c

REFERENCE STANDARD 0.09 02:38
BLANK TEST 0.00 02:39
REFERENCE STANDARD TEMP 33.98c¢c

REFERENCE STANDARD 0.09 02:39
BLANK TEST 0.00 02:40
REFERENCE STANDARD TEMP 33.96¢

REFERENCE STANDARD 0.09 02:40
BLANK TEST 0. 00 02:41
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| SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 02/16/2018

Operator Name: NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
33.98¢c
0.09
0.00
34.00c
0.09
0.00
33.99%¢
0.09
0.00

11:00
11:00

11:01
11:01
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SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 01:54
INTERNAL STANDARD VERIFIED 01:54
REFERENCE STANDARD TEMP 33.98¢

REFERENCE STANDARD 0.09 01:54
BLANK TEST 0.00 01:55
REFERENCE STANDARD TEMP 33.98c

REFERENCE STANDARD 0.09 01:55
BLANK TEST 0.00 01:56
REFERENCE STANDARD TEMP 33.97¢

REFERENCE STANDARD 0.09 01:56

BLANK TEST 0.00 01:57
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SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 03/02/2018

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 16327
INTERNAL STANDARD VERIFIED 16:27
REFERENCE STANDARD TEMP 33.99c

REFERENCE STANDARD 0.09 16:27
BLANK TEST 0.00 16:28
REFERENCE STANDARD TEMP 33.98¢c

REFERENCE STANDARD 0.09 16:28
BLANK TEST . 0.00 16:29
REFERENCE STANDARD TEMP 33.97c¢

REFERENCE STANDARD 0.09 16:29
BLANK TEST 0.00 16:30

0.04

0.00

0.12

0.10

0.08

N aay

J

0 5 10 15 20 25 30
0 5 10 15 20 25 30
0 5 10 15 20 25 30

40.0

36.0

32.0

28.0

24.0

20.0

16.0

20.0

16.0

12.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 03/09/2018

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:24
INTERNAL STANDARD VERIFIED 00:24
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 00:25
BLANK TEST 0.00 00:26
REFERENCE STANDARD TEMP 33.98¢c

REFERENCE -STANDARD 0.09 00:26
BLANK TEST 0.00 00:27
REFERENCE STANDARD TEMP 33.97c

REFERENCE STANDARD 0.09 00:27
BLANK TEST 0.00 00:28

0.16

0.12

0.16

[~

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

36,0

32.0

28.0

24.0

20.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 03/16/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD

Reference Standard #: 17390

Nominal = 0,10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

03:28
03:28

03:28
03:29

03:29
03:30

03:31
03:31

0.10
0.08
0.086

0.04

v

0 5
0 5
0 5

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

8.0

4.0

40..0

36.0

32.0

28.0

40.0

36.0

32.0

28.0

24.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER. dmt: 100123

Dates: 03/23/2018

Operator Name: CONOR J DUFFYQ
Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 17390

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 03:12
INTERNAL STANDARD VERIFIED 03:12
REFERENCE STANDARD TEMP 33.96¢c

REFERENCE STANDARD 0.09 03:12
BLANK TEST 0.00 03:13
REFERENCE STANDARD TEMP' 34.01c

REFERENCE STANDARD 0.09 03:13
BLANK TEST 0.00 03:14
REFERENCE STANDARD TEMP 33.94c

REFERENCE STANDARD 0.09 03:14
BLANK TEST 0.00 03:15

0.00

0.20

0.02

5 10 15 20 25 30
5 10 15 20 25 30
5 10 15 20 25 30

40.0

"36.0

32.0

28.0

24.0

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0



SUPERVISOR TEST 0.20 40.0

_________________________ 0.18 36.0

SUC MORRISVILLE

UNIVERSITY POLICE 0.16 32.0

DATAMASTER dmt: 100123

"""""""""""""" 0.14 28.0

Date: 03/30/2018

Operator Name: CONOR J DUFFY 0.12 24.0

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE PD 0.10 20.0

Reference Standard #: 17390
0.08 : 16.0

Nominal = 0.10 g/210L

BLANK TEST 0.00 15:39 0.06 - 12.0

INTERNAL STANDARD VERIFIED  15:39

REFERENCE STANDARD TEMP 33.98¢ ] 0.04 8.0

REFERENCE STANDARD 0.09 15:40

BLANK TEST 0.00  15:41 0.02 =szmed s 4.0

REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09  15:41 0.00 U 0.0

BLANK TEST 0.00 15:42 0 5 10 15 20 25 30

REFERENCE STANDARD TEMP 33.97¢

REFERENCE STANDARD 0.09 15:42 0.20 40.0

BLANK TEST - 0.00 15:43
0.18 36.0
0.16 32.0
0.14 28.0
0.12 1 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.02 |pmsmme o 4.0
0.00 0.0

0 5 10 15 20 25 30
0.20 40.0
0.18 36.0
0.16 . 32.0
0.14 28.0
0.12 24.0
0.10 : 20.0
0.08 16.0
0.06 | 12.0
0.04 8.0
0.02 Hrmmmzdmosssns 4.0
0.00 0.0
0 5 10 15 20 25 30




SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 04/06/2018

Operator Name: JONATHAN S MACKO

Permit #: 45982

Operator Agency/Depts SUC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 17:33
INTERNAL STANDARD VERIFIED 17:33
REFERENCE STANDARD TEMP 33.99c

REFERENCE STANDARD 0.09 17:33
BLANK TEST 0.00 17:34
REFERENCE STANDARD TEMP 33.98c

REFERENCE STANDARD 0.09 17:35
BLANK TEST 0.00 17:35
REFERENCE STANDARD' TEMP 33.98c¢c

REFERENCE STANDARD 0.09 17:36
BLANK TEST 0.00 17:36

0.16

0.00

0.18

5 10 15 20 25 30
5 10 15 20 25 30
5 10 15 20 25 30

40.0

36.0

32.0

28.0
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20.0

16.0

12.0
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32.0

28.0

24.0

20.0
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32.0 -

28.0

24.0

20.0

16.0

12.0



Infrared Instrument
Weekly Calibration Verification Test Record

Department:Nvfs‘k&7 mO(ﬂS(llLL

Instrument Serial #: 190123

Tést Simulator Simulator Sim.. Test Results Brleath Analysis | Sim.

Date zolution Lot | Temperature Serial# Supervisor 3?13
1 2 3 1 2 3

4‘1“/‘8 lBoko  Bw 37 BY| 117 09 |05 |07 | DuFfT

Aol |vget o ol o 3358|207 |07 [0 |.0F | Dueey

Jrfig| 1540 boo [sa3eee| ol T |09 -0 |-04 | Bowman

'§/§/{$/ [Goup  B%2pHodsy03 Aol |-09 |-02 -oq LBOW”"@/\ A l/

S8 coq o BUOBMBE| joq |0t o 10T (Orgw

SAYAZ (IR0 0 PRI | LV og [0 |.ea N\A\QJKO

$ss 1f oy ol [puw 5|20 oo | -0 .oq Beciman |

&]ilts 13100 BYwHop3izor7 0707 |6 Durey \/

u/e{m 18100 (3T P3B(33%| 00,7 | 0707 |09 | WEIGHT

LIS B 00  [35.a9srans+od Tov |04 |oa|.ea |MACKD

5,/;1/;{]@[0@ 23.47 (349 [3100 dol7 0910909 &meaﬂ

Q/ZQ/\;E \BIOD |2y absq.od5h.00|MPHYOO| o (o |10 MAQJ((Q e

*# _ Please enter a V to denote simulator solution change taking place




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 04/15/2018

Operator Name: CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: 3UC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:40
INTERNAL STANDARD VERIFIED 18:40
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD ’ 0.09 18:41
BLANK TEST 0.00 18:41
REFERENCE STANDARD TEMP 33.98¢

REFERENCE STANDARD 0.09 18:42
BLANK TEST 0.00 18342
REFERENCE STANDARD TEMP 33.99%

REFERENCE STANDARD 0.09 18:43
BLANK TEST 0.00 18:43

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

24.0

20.0

16.0

12.0

4.0




. 40.0
SUPERVISOR TEST 0.20
_________________________ 0.18 36.0
SUC MORRISVILLE
UNIVERSITY POLICE 0.16 | 32.0
DATAMASTER dmt: 100123 )
------------------------- 0.14 28.0
Date: 04/20/2018
Operator Name: CONOR J DUFFY 0.12 24.0
Permit #: 39998
Operator Agency/Dept: SUC MORRISVILLE PD 0.10 20.0
Reference Standard #: 18040
. 0.08 ‘ : 16.0
Nominal = 0.10 g/210L
BLANK TEST 0.00 15:47 0.06 12.0
INTERNAL STANDARD VERIFIED  15:47 '
REFERENCE STANDARD TEMP 34.01c 0.04 8.0
REFERENCE STANDARD 0.09  15:47
BLANK TEST : 0.00  15:48 0.02 Hzrrzmdznennnd 4.0
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09  15:48 0.00 U 0.0
BLANK TEST 0.00 15:49 0 5 10 15 20 25 30
REFERENCE STANDARD TEMP 33.98¢
REFERENCE STANDARD . 0.09  15:49 0.20 40.0
BLANK TEST 0.00  15:50
0.18 : 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.02 {pramssAnRaTRns 4.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.18 36.0
0.16 « 32.0
0.14 28.0
0.12 ; 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.02 [proimmatoansny 4.0
0.00 0.0
0 5 10 15 20 25 30




'SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Dates 04/27/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 03:08
INTERNAL. STANDARD VERIFIED 03:09
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 03:09
BLANK TEST 0.00 03:10
REFERENCE STANDARD TEMP 33.99¢c

REFERENCE STANDARD 0.09 03:10
BLANK TEST 0.00 03:11
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 03:11
BLANK TEST 0.00 03:12

0.04

0.00

0.06

0.00

o]

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

16.0

12.0

20.0

16.0

0.0



SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 05/05/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 05+54
INTERNAL STANDARD VERIFIED 05:54
REFERENCE STANDARD TEMP 34.02¢

REFERENCE STANDARD 0.09 05:54
BLANK TEST 0.00 05:55
REFERENCE STANDARD TEMP 34.03c

REFERENCE STANDARD 0.09 05:55
BLANK TEST 0.00 05:56
REFERENCE STANDARD TEMP 34.03¢

REFERENCE STANDARD 0.09 05:57
BLANK TEST 0.00 05:57

0.20

0.18

0.16

0.14

0.06

0.04

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

8.0

32.0

28.0

24.0

20.0

16.0

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

4.0

0.0



Weekly Calibration Verification Test Record

Infrared Instrument

Department: Instrument Serial #:
Test | Simulator Simulator Sim. Test Results Breath Analysis | Sim.
Date | Solution Lot | Temperature Serial# Supervisor Sol.
4 Change
&
1 2 3 1 2

* - Please enter a V to denote simulator solution change taking place




SUPERVISOR TEST 0.20 ‘ 40.0
_________________________ 0.18 36.0
SUC MORRISVILLE
UNIVERSITY POLICE 0.16 32.0
DATAMASTER dmt: 100123 '
------------------------- 0.14 28.0
Date: 05/11/2018
Operator Name: NICOLE M WRIGHT 0.12 1 24-0
Permit #: 41034
Operator Agency/Dept: SUC MORRISVILLE PD 0.10 20.0
Reference Standard #: 18040
0.08 16.0
Nominal = 0.10 g/210L -
BLANK TEST 0.00 12:14 0.06 12.0
INTERNAL STANDARD VERIFIED 12:14
REFERENCE STANDARD TEMP 34.00¢ 0.04 8.0
REFERENCE STANDARD 0.09 12:15
BLANK TEST 0.00 12:15 0.02 MHzmzszdrsoness 4.0
REFERENCE STANDARD TEMP 33.96¢c |
REFERENCE STANDARD 0.09 12:16 0.00 U 0.0
BLANK TEST 0.00 12:17 0 5 10 15 20 25 30
REFERENCE STANDARD TEMP 33,95¢
REFERENCE STANDARD 0.09 12:17 0.20 40.0
BLANK TEST 0.00 12:18
0.18 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20,0
0.08 16.0
0.06 12.0
0.04 8.0
0.02 M TetIARmATELY 4.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
+0.18 36.0
0.16 32.0
0.14 28.0
0.12 : 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.02 |[prommsmgmisinoy 4.0
0.00 0.0
0 5 10 15 20 25 30




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 05/18/2018

Operator Name: JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:13
INTERNAL STANDARD VERIFIED 08:13
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 08313
BLANK TEST 0.00 08:14
REFERENCE STANDARD TEMP 33.96¢C

REFERENCE STANDARD 0.09 08:14
BLANK TEST 0.00 08:15
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 08:15
BLANK TEST 0.00 08:16

0.20

0.14

0.02

0.00

40.0

36.0

32.0

28.0

24.0

20.0

16.0

36.0

32.0

28.0

24.0

20.0

5 10

15

20

25




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 05/25/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18040

Nominal = 0.10 g/210L

BLANK TEST ' 0.00 02:21
INTERNAL STANDARD _ VERIFIED 02:21
REFERENCE STANDARD TEMP 34.01c¢

REFERENCE STANDARD 0.09 02:22
BLANK TEST 0.00 02:22
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 02:23
BLANK TEST 0.00 02:23
REFERENCE STANDARD TEMP ~ 33.98c

REFERENCE STANDARD 0.09 02:24
BLANK TEST 0.00 02125

0.10

0.08

0.06

0.12

0.10

ORE

= o= ]

40.0

36.0

32.0

28.0

24.0

20.0

16.0

36.0

32.0

28.0

24.0

20.0

16.0




SOLUTION CHANGE

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 06/01/2018

Operator Name: CONOR J DUFFY

Permit #: 39998 X
Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:47
INTERNAL STANDARD VERIFIED 00:47
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 00347
BLANK TEST 0.00 00:48
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.09 00:48
BLANK TEST 0.00 00:49
REFERENCE STANDARD TEMP 33.97¢c

REFERENCE STANDARD 0.09 00:49
BLANK TEST 0.00 00:50

0.20

0.18

0.16

0.14

0.12

0.16

0.12

0.12

0.10

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

L

36.0

32.0

28.0

24.0

20.0

12.0

40.0

36.0

32.0

24.0

20.0

16.0

5 10

15

20

25



SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 06/08/2018

Operator Name: NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 14:56
INTERNAL STANDARD VERIFIED 14:56
REFERENCE STANDARD TEMP 33.99¢

REFERENCE STANDARD 0.09 14:56
BLANK TEST 0.00 14:57
REFERENCE STANDARD TEMP 33.98c¢c

REFERENCE STANDARD 0.09 14157
BLANK TEST 0.00 14:58
REFERENCE STANDARD TEMP 33.98¢

REFERENCE STANDARD ' 0.09 14:58
BLANK TEST 0.00 14:59

0.10

0.10

t

0 5 10 15 20 25 30
0 5 10 15 20 25 30
0 5 10 15 20 25 30

40.0

36.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

40,0

36.0

32.0

28.0

24.0

20.0

12.0




SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE )
DATAMASTER dmt: 100123

Date: 06/15/2018

Operator Name: JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 08:34
INTERNAL STANDARD VERIFIED 08:34
REFERENCE STANDARD TEMP 33.99%

REFERENCE STANDARD 0.09 08:34
BLANK TEST 0.00 08:35
REFERENCE STANDARD TEMP 33.97¢

REFERENCE STANDARD 0.09 08135
BLANK. TEST 0.00 08:36
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 08:36
BLANK TEST 0.00 08:37

-0.20

0.18

0.16

0.14

0.08

0.06

0 5 10 15 20 25 30
0 5 10 15 20 25 30
0 5 10 15 20 25 30

40.0

36.0

32.0

24.0

20.0

16.0

36.0

32.0

28.0

24.0

20.0

16.0



SUPERVISOR TEST

SUC MORRISVILLE
UNIVERSITY POLICE
DATAMASTER dmt: 100123

Date: 06/22/2018

Operator Name: RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE PD
Reference Standard #: 18100

Nominal = 0.10 q/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
33.97c
0.09
0.00
33.98¢c
0.09
0.00
34.00c
0.09
0.00

01:55
01:56

01:56
01:57

01:57
01:58

01:58
01:59

0.20

0.18

0.08

0.02

0.00

0.12

5 10 15 20 25 30
5 10 15 20 25 30
5 10 15 20 25 30

40.0

36.0

32.0

28.0

24.0

20.0

16.0

40.0

36.0

32.0

28.0

24.0

40.0

36.0

32.0

28.0

24.0

20.0



SOLUTION CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 06/29/2018

OPERATOR NAME:

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Neminal = 0.10 g/210L

BLANK TEST 0.00 16:35
INTERNAL STANDARD VERIFIED 16:35
REFERENCE STANDARD TEMP '34.00c

REFERENCE STANDARD 0.10 16:36
BLANK TEST ' 0.00 16:37
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:37
BLANK TEST 0.00 16:38
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:38
BLANK TEST 0.00 16:39

.20 ; , 40.0
Aleochol (g/210L)
.18 - Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 16.0
.06 12.0
.04 8.0
B e i = 4.0
o.on/ 0.0
0.2 ? 19 15 20 25 N
Aicohol(g/ziOL) )
R e Flow Rate(L/M) 36.0
16 32.0
.14 28.0
.12 24.0
20.0°
16.0Q
.06 12.0
.04 8.0
PN SRR T o B T 4.0
0- 0% 5 10 15 20 25 50 °
0.20 : ; 40.0
Alcohol (g/210L)
L1~ Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 //’—'—7 16.0
.06 12.0
.04 8.0
B Rt LN Rt 4.0
|
.ooé 5 10 15 20 25 T



Simulator Simulator Sim. Test Results Sim.
Date | Solution Lot | Temperature Serial# Supervisor g‘l’"
: # *,mnge
1 2 3 1 2 3
7/0['3 i€ioo oo | 34,00 (34,00 MP%DD 0 Lo | bUFFY ‘/
:ﬁé\an\zmro , 7/“/\{ L §le0 34,00] 34 oo | P | (o] o]0 &a/ma/)
g - ey :
A WL
égr@l—”zf‘;tdﬁ‘&?mlilﬂ/iﬁ 19100 3d.0|34 w3V MPatoD | (p | 1o | (o] Durey
/g VRO gy s s ameawd | 4B Lig | NVACKO f
g'/é/;g 141c0  |3hoo [30.00 3@ MPYdo) | (o | (0 | .0 B@w,m/l \/
BAAT \FLOO |y el sr|sa 6| MpU gt | 10 .10 | o M\ AClco
K| 1810 hoo |30, prw AP0 | 1o |0 |d0 | Bogusmn
R/ 14/ \E\O0 30034, %0 T .04 PPUURY v [ (o .0 | MACKs
G131 18100 B0 D | 210 pptgod] o0 | 19].10 | Loeicdk
, e 4 J :
7/7/]% ($070  B900| 340 3 4oc ATLCIRCARER R 66’@/‘“&/\ \/
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Department: N¥5Uf

Infrared Instrument
Weekly Calibration Verification Test Record

‘Instrument Serial #:

j00i23

Breath Analysis

* - Please enter a V to denote simulator solution change taking place




SOLUTION CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 07/06/2018

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:26
INTERNAL STANDARD VERIFIED 18:26
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:27
BLANK TEST 0.00 18:28
REFERENCE STANDARD TEMP 34.00¢

REFERENCE STANDARD 0.10 18:28
BLANK TEST 0.00 18:29
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:29
BLANK TEST 0.00 18:30

40.0

0.20 7 :
Alcohol {g/210L)
0.184-="=- Flow Rate(L/M) 36.0
0.16 132.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
e e e S e 4.0
i
0.00L 0.0
5 10 15 20 25 3
0.20 7 7 40.0
Alcohol {(g/210L)
0.18p" """ Flow Rate{L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 e 20. 0
0.08 16.0
0.06 12.0
0.04 8.0
0. Q2 fr=rmmmms i 4.0
0.00 0.0
0 5 10 15 20 25 30
0.20 7 7 40.0
Alcohol {g/210L)
0.18}----- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28,0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
TV Lttt ks S 4.0
0..00 0.0
0 5 10 15 20 25 30




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 07/14/2018

OPERATOR NAME:

RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:54
INTERNAL STANDARD VERIFIED 18:54
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:54
BLANK TEST 0.00 18:55
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:56
BLANK TEST 0.00 18:57
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:57
BLANK TEST 0.00 18:58

.16

0. 00!
0.20

0.00!
0.20

.20 : ; 740.0
Alcohol (g/210L)
18l ----- Flow Rate(L/M) 36.0
32.0
.14 28.0
120 24.0
.10 20.0
08 16.0
06 12.0
.04 8.0
L Q2p g e S Rt LT T 4.0
/ 0.0
0 5 i0 30
; 7 40.0
. Alcohol (g/210L)
.18} ----- Flow Rate(L/M) 36-0
.16 32.0
.14 28.0
.12 24.0
.10 (/,——~ 20.0
.08 16.0
.06 12.0
.04 5.0
. Q2f-frmmmmnEs R Sn Gat S 4.0
y 0.0
5 10 30
{ i 40.0
Alcohol {g/210L}
.18l -~-~ Flow Rate(L/M) 36.0
.16 32.0
14 28.0
.12 24.0
.10 20.0
.08 16.0
.08 12.0
.04 8.0
L Q2T i S 4.0
ool 0.0
0 5 10 30




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 07/16/2018

OPERATOR NAME:

CONO J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 13:46
INTERNAL STANDARD VERIFIED 13:46
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 13:47
BLANK TEST 0.00 13:48
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 13:48
BLANK TEST 0.00 13:49
REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.10 13:49
BLANK TEST ~0.00 13:50

¥ Rlaak  proc Fro
actual et on T[1a[i6
8%54"UV\ ‘DV\,FSLC& and
wattly st cun por

38 - all appears normal
LD A? Y

'

0.02

0.00L
0.20

0. 00
0.20

.20 ; 5 40.0
—— Alcohol {g/210L)

1 B el Flow Rate{L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 I 20.0
.08 16.0
.06 12.0
.04 8.0
““““““““““““““““ e 4.0

0.0
5 120 15 20 25 3040.0

Aicohol(g/2i0ﬁ)

18 Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 F 16.0
.06 12.0
.04 8.0
. Q2 R R S e i S 4.0
0.0
0 5 1;0 15 20 25 3040.0

Aicohol(g/ZiQL) )
L18f - Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 //- 16.0
.06 12.0
.04 8.0
 Q2ffrmmm R 4.0
004 5 10 15 20 25 300




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 07/27/2018

OPERATOR NAME:

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:22
INTERNAL STANDARD VERIFIED 07:23

REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07:23
BLANK TEST 0.00 07:24
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07:24
BLANK TEST 0.00 07:25
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07:26
BLANK TEST 0.00 07:27

.20 ; E 40.0
Alcohol (g/210L}
18 - - Flow Rate (L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 16.0
.06 12.0
.04 8.0
L Q2T A - " 4.0
}

0. 00k 0.0
0 5 10 15 20 25 30
0.20 , 40.0

Alcohol (g/210L)
.18k Flow Rate(L/M) 36.0
.16 32.0
14 28.0
12 24.0
.10 r— 20.0
.08 16.0
.06 12.0
.04 8.0
. Q2p = 4.0
0.00 0.0
0 5 10 15 20 25 30
0.20 ; 40.0
Alcohol (g/210L)
18] - Flow Rate(L/M) 36.0
.18 32.0
14 28.0
.12 24.0
.10 20.0
08 F 16.0
.06 12.0
.04 8.0
. O2Hrmrmmnna R 4.0
.onj 0.0
0 5 10 15 20 25 30




SOLUTION CHANGE : :
Alcohol {g/210L)

0. 18k -~~~ Flow Rate(L/M) 36.0

NYS UNIVERSITY POLICE
SUNY MORRISVILLE 0.1¢ 32.0
DATAMASTER dmt: 100123

Date: 08/03/2018 0.14 . 780

OPERATOR NAME: 0.12 24.0
RICHARD P BOWMAN
Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE 0.108 20.0
Reference Standard #: 18100

0.08 16.0

Nominal = 0.10 ¢g/210L
0.08 12.0

BLANK TEST 0.00 01:18

INTERNAIL STANDARD VERIFIED 01:18 0.04 5.0

REFERENCE STANDARD TEMP 34.00c o

REFERENCE STANDARD 0.10 01:19

BLANK TEST 0.00 01:19 0. 02 mEms s T T L ST T T 4.0

REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 01:20 o OO/ ! 0.6

BLANK TEST 0.00 01:21 ) 5 10 15 20 25 30

REFERENCE STANDARD TEMP 34.00c 0.20 i 40.0

REFERENCE STANDARD 0.10 01:21 Alcohol (g/210L)

BLANK TEST 0.00 01:22 0.18kd -~~~ Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 ( 20.0
0.08 , 16.0
0.08 12.0
0..04 8.0
L e i S 4.0
0.004 5 10 15 20 25 500
0.200 H 40.0

—— Alcochol {g/210L)
0.18}+{ ===~ Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 r 16.0
0.06 12.0
0.04 3.0
O . Q2| r e s S BT SR T R e ST 4.0
) oo’/ 0.0
0




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 08/10/2018

OPERATOR NAME:

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:54
INTERNAL STANDARD VERIFIED 18:54
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:54
BLANK TEST 0.00 18:55
REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.10 18:56
BLANK TEST 0.00 18:56
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:57
BLANK TEST 0.00 18:58

0. 00!

0
0.20]

.20 s ; 40.0
Alcohol (g/210L)
18l === Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
12 24.0
Y I— 20.0
.08 16.0
.06 12.0
.04 8.0
T e T e et e £ e 2 = = S 4.0
_ 0.0
5 10 15 20 25 30
; : 40.0
Alcohol (g/210L)
S Flow Rate(L/M) 36.0
16 32.0
.14 28.0
.12 24.0
.10} 20.0
.08 ' 16.0
06 12.0
04 3.0
o7 B IR PP R 4.0
-00 20 25 3§'O
15
i 5 10 40.0
Alcochol{g/210L)
g - -- Flow Rate(L/M) 36.0
16 32.0
4 o0
12 24.0
10 20.0
o8 r- 16.0
.06 12.0
04 8.0
____________ P 4.0
.00 0.0
5 5 10 15 20 25 30



SUPERVISOR TEST

NYS5 UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 08/17/2018

OPERATOR NAME:

RICHARD P BOWMAN

Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 00:36
INTERNAI, STANDARD VERIFIED 00:36
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 00:36
BLANK TEST 0.00 00:37
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 00:38
BLANK TEST 0.00 00:39
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 00:39
BLANK TEST 0.00 00:40

20 : : 40.0
- Alcohol (g/210L)
T Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
12 24.0
.10 20.0
08 16.0
.06 12.0
.04 8.0
T N SN 4.0
J
ook 0.0
0 5 10 15 20 25 30
.20 H H 40.0
Alcohol (g7210L)
18- Flow Rate(L/M) 36.0
16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 r 16.0
.06 12.0
.04 8.0
[P APUSR FER S 4.0
. 004 0.0
20 25 30
207 5 150 5 40-0
Alcohol (g/210L)
gl ----- Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
L2 24.0
.10 20.0
.08 (- 16-0
.06 12.0
.04 8.0
P R 4.0
ool PO
5 10 15 20 25 30



SUPERVISOR TEST

Alcohol (g/210L)

0.184-~~--- Flow Rate(L/M)

NYS UNIVERSITY POLICE

SUNY MORRISVILLE 0.16
DATAMASTER dmt: 100123

Date: 08/24/2018 0.14

OPERATOR NAME: 0.12

JONATHAN S MACKO
Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE 0.10

Reference Standard #: 18100 r'*
0.08

Nominal = 0.10 g/210L

. 0. 08
BLANK TEST 0.00 07:30
INTERNAL STANDARD VERIFIED 07:31 0.04
REFERENCE STANDARD TEMP 34.00c :
REFERENCE STANDARD 0.10 07:31
BLANK TEST 0.00 07:32 0. 02]==mmaina S LR =
REFERENCE STANDARD TEMP 34.00c )
REFERENCE STANDARD 0.10 07:32 5 00/
BLANK TEST 0.00 07:33 70 5 10 1
REFERENCE STANDARD TEMP 34.00c 0.20 : :
REFERENCE STANDARD 0.10 07:34 —— Alcohol (g/210L)
BLANK TEST _ 0.00 07:35 0.18}-|----- Flow Rate{L/M)

32.

28.

24 .

20.

16.

L2,

[+3]

~

5

Alcohol {g/210L)
] e Flow Rate(L/M)

32.

28.

24 .

<0

0.00
0




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 08/31/2018

OPERATOR NAME:

NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18100

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:50
INTERNAL STANDARD VERIFIED 10:50

REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:51
BLANK TEST 0.00 10:52
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:52
BLANK TEST 0.00 10:53
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:53

BLANK TEST 0.00 10:54

Q.20

0.00
0.20

.20 ; : 40.0
Alcohol (g/210L)
.18k ----- Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
20.0
16.0
.06 12.0
.04 8.0
oS et R B DT B R T T = 4.0
j
i
. 00U 0.0
0 5 10 15 20 25 30
: 7 40.0
Alcohol (g/210L)
18l - -- Flow Rate{L/M) 36.0
.16 32.0
.14 28.0
W12 24.0
+ 10 20.0
.08 {/’—” 16.0
.06 12.0
.04 8.0
. 02}t e S m e AR R T R LT R 4.0
I 5 50"
20 2
5 15 15 0.0
Alcohol (g/210L)
.18k~ Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
) S —— 20.0
.08 {/—_——— 16.0
06 12.0
.04 8.0
. Q2fpt A R R T T T 4.0
.Oﬂj 0.0
0 5 10 15 20 25 30



SOLUTION CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 09/07/2018

OPERATOR NAME:
RICHARD P BOWMAN
Permit #: 44635

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

16:12
16:13

16:13
16:14

16:14
16:15

16:16
16:17

0.20 , ; 40.
Alcohol (g/210L)
0.18}f~=~~- Flow Rate(L/M) 36.
0.18 32.
0.14 28.
0.12 24 .
0.10 r— 20.
0.08 16.
0. 06| 12.
0.04 8.
Q. Q2SS R T R T T LR R T R T = 4.
0. 00l 0.
0 5 10 15 20 25 30
0.20 , ; 4
Alcohol (g/210L)
0.18}~{~=="~ Flow Rate(L/M) 36.
0.16 32.
0.14 28 .
0.12 24.
0. 10} (——
0.08 16.
0.06 12.
0.04 8.
I e 4.
0.00L 0.
0 5 10 15 20 25 30
0.20 ; g 4
Alcohol (g/210L)
0.18f~-=--- Flow Rate(L/M) 36
0.16 32.
0.14 28.
0.12 24 .
6.10 r— 20.
0.08 16.
0.06 12.
0.04 5.
0. Q2 Fmam s S R e R S L 4.
u H 1 O-
O'Ooo 5 10 i5 20 25 30

20. ¢



SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 09/14/2018

OPERATOR NAME:

NICOLE M WRIGHT

Permit #: 41034

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 g/210L
BLANK TEST 0.00 18

INTERNAL STANDARD
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:
BLANK TEST 0.00 18:
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:
BLANK TEST 0.00 18:
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD ) 0.10 18:
BLANK TEST 0.00 18:

: 51
VERIFIED 18:

51

52

53

54

54
55

0.20

0.00

0. 00l

0
0.20

.20 ; ;, 40.0
Alcohol (g/210L)
L18pf i Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 F’ 16.0
.06 12.0
.04 8.0
. 02 n e i, 4.0
J 0.0
. 1§o 15 20 25 300 6
Alcochol (g/210L)
J1gle] - Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
10 20.0
.08 F 16.0
.08 12.0
.04 8.0
--------------------- 0
0.0
: 1%0 15 20 25 300
Alcohol(g/210L)
18 Flow Rate{L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
L 10j 20.0
.08 (- 16.0
.06 12.0
.04 8.0
B R nt 4.0
‘Ooc; 10 15 20 25 30"



SUPERVISOR TEST

.20

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 09/21/2018

OPERATOR NAME:
JONATHAN S MACKO
Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

08:16
08:16

08:17
08:18

08:18
08:19

08:19
08:20

.16

.14

.12

.10

.06

.04

.19

.14

.12

.10

.06

.04

.16

.14

.12

.10

.06

.04

.00

.18

Alcohol (g/210L)
Flow Rate(L/M)

40.0

36.0

32.0

28.0

24.0

20.0

16.0

12.0

[s5)
o

0.00L

5 10

w
»boo

0
0.20

.18}

Alcohol (g/210L)

Flow Rate(L/M)

36.0

32.0

28.0

24.0

20.0

16.0

12.0

.00l

3 10

0
.20

.18}

Alcohol (g/210L)

Flow Rate{L/M)

32.0

«28.0

24.0

20.0

16.0

12.0




Infrared Instrument
Weekly Calibration Verification Test Record:

Department: NS U/\N’Qfﬂ‘fl, (WLQ

Instrument Serial #: 1 0o 12'3

Breath Analysis

Test Simulator Simulator Sim. Test Results Sim.
Date | Solution Lot | Temperature Serial# Supervisor i(l)l-

# ¢ hange

1 2 3 1 2 3

9 /2%/,5 8170 oo |30 (Koo MPAC |10 |, 09 |.069 bwﬁﬂ)
\0/5/13 3\ o 30033 G439 ool MPHUEP | o 1o Lo A Clo N4
0zl 12170 B9 Bo Baw lheanos |10 |10 |10 Du ey
Ww/ohy 18110 Sy gt PSS |1 |l | | A C KD |
no['LGllg 131779 W2 Boo 3900 |\mpdde, 10 | 1o .09 DN:F‘,"
W2AT 18230 5y stetoy MPUwps 1o |10 |.ip | MACKD | /
h; 'O/l% 18230 oo |34ee B] g0 Me4ADQ |<LO [0 |10 w‘,}
nie/3| 13230 340184 e[3d | MP UGBS | 0 [.1a .16 MACKD
ufzshs| 16230 24,00 3,00 (3005 [P4ADO |10 .10 | .10 | Doy
\\/'30/1.8 1g230 3"&0@ 3.0 S‘{ho" MPL(“(OQ e e le YV\ AQkQ
i217/t5 1823 0 B0 |Hwo B‘f,w Moo |0 |l |10 prpa( \/
/i \ gL30 Y o034 | Ta.o h PUe] S\O [aio [Lio | VVA CKo

* - Please enter a V to denote simulator solution change taking place




SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 09/28/2018

OPERATOR NAME:
CONOR J DUFFY
Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.09
0.00
34.00c
0.09
0.00

16:00
16:00

16:00
16:01

16:02
16:03

16:03
16:04

0.20 ; ; 40.0
Alcohol (g/210L)
0.18k----- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.02r= T T e 4.0
0. 00y 0.0
5 10 25 30
0.20 H 40.0
Alcohol {g/210L)
0.184+4---=- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 F—- 16.0
0.06 12.0
0.04 6.0
0 Qe m i R P B 4.0
0-00 10 25 300
O.ZUO ? : 40.0
Alcohol {g/210L)
0.18/+----- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24-0
O'lo 20-0
0.08 /fﬂ——' 16.0
0.06 12.0
0.04 8.0
0. Qo[ fr =T T e R S S T T TR 4.0
0.00 0.0
0 5 10 25 30



SOLUTION CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 10/05/2018

OPERATOR NAME:

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standarxd #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 08
INTERNAL STANDARD VERIFIED 08:
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 08:
BLANK TEST 0.00 08
REFERENCE STANDARD TEMP - 33.99c

REFERENCE STANDARD 0.10 08:
BLANK TEST 0.00 08:
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 08:
BLANK TEST 0.00 08:

22

22

22

:23

24
24

25
26

Alcohol {g/210L)
Flow Rate(L/M)

40.

36.

32.

28.

24 .

20.

16.

5

10 15

Alcohol{g/210L)
Flow Rate(L/M)

36.

32.

28.

24 .

20.

16.

12.

0

10 15

Alcohol (g/210L)
Flow Rate(L/M)

36.

32.

28 .

24.

20.

16.

12.

[s5

10 15




*SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 10/12/2018

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 14:46
INTERNAL STANDARD VERIFIED 14:46
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:47
BLANK TEST 0.00 14:48
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:48
BLANK TEST 0.00 14:49
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:50
BLANK TEST 0.00 14:51

0. 00l
0
0.20

0.00
0.20

.20 : ; 40
Alcohol {g/210L)
gl - Flow Rate(L/M) 36
.16 32.
14 28.
12 24 .
.10 20.
.08 r_- 16.
.06 12.
.04 8.
[T (ST 4.
ll
0.
5 10 30
Alcohol (g/210L)
18- Flow Rate(L/M) 36.
.16l 32.
.14 28.
.12 24 .
.10 20.
.08 //,77 16.
.06 12.
.04 8.
S 4.
: 5 10 50"
: : 40.
Alcohol (g/210L)
dgld - Flow Rate(L/M) 36.
.16 32.
.14 28.
.12 24 .
T — ’ 20.
.08 r- 6.
.06l 12.
04 3.
[0124 1% Lo i 4.
. ool 0.0
0 5 10 30



SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 10/20/2018

OPERATOR NAME :

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18170

Nominal = 0.10 g/210L

BLANK TEST 0.00 11:
VERIFIED 11:

INTERNAL STANDARD
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 11:
BLANK TEST 0.00 11
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 11
BLANK TEST 0.00 11
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 11
BLANK TEST 0.00 11:

14

14
15

:16
117

:17

.20 ; ; 40.0
Alcohol (g/210L)
T R Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 //”'—“ 16.0
.06 12.0
.04 8.0
Y — o 4.0
j
0. 00 0.0
0 5 10 15 20 25 30
0.20 ; ; 40.0
Alcohol (g/210L)
T T [ Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
12 24.0
.10 20.0
.08 | 16.0
.06 12.0
.04 8.0
.02 T TR o TR e e T T T T T T T 4.0
. 00} 0.0
5 10 15 20 25 30
.20 7 ; 40.0
Alcohol {g/210L)
.18l Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
R 20.0
.08 f/’—— 16.0
. 00 12.0
.04 8.0
17| I S 4.0
.ooll 0.0
0 5 10 15 20 25 30



SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 10/26/2018

OPERATOR NAME:
CONOR J DUFFY
Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE

Reference Standard #: 181

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

70

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.09
0.00

16:27
16:28

16:28
16:29

16:29
16:30

16:31
16:32

0.20 : ; 40.0
——— Alcohol {g/210L)
0.18k ===~ Flow Rate (L/M) 36.0
0.18§ ~132.0
0.14 28.0
0.12 24 .0
0.10 20.0
0.08 f/—’_—__ 16.0
0.00 12.0
0.04 8.0
0.0zl B it st 4.0
0. 00U 0.0
0 5 10 15 20 25 30
0.20 5 ; 40.0
Alcohol (g/210L)
o.18k4----- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 (— 16.0
0.06 12.0
0.04 8.0
0. 02qf-omns i e 4.0
0'Ooo 5 10 15 20 25 50 °
0.290 H T 40.0
Alcohol(g/210L}
0.180-] ==~~~ Flow Rate{L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0.0 e i e et 4,0
0.00 0.0
0 5 10 15 20 25 30




SOLUTION CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 11/02/2018

OPERATOR NAME:

JONATHAN S MACKO

Pexrmit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 09:03
INTERNAL STANDARD VERIFIED 09:03
REFERENCE STANDARD TEMP 34.00c¢c

REFERENCE STANDARD 0.10 09:04
BLANK TEST 0.00 09:05
REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.10 09:05
BLANK TEST 0.00 09:06
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 09:06
BLANK TEST 0.00 09:07

0.20 ; ; 40.0
—— Alcohol (g/210L)
0,18~~~ Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0. 10} 20.0
0.08 [' 16.0
0.0§ I 12.0
0.04 ’ 8.0
0.0c’ ~~~~~~~ oo - 4.0
o.oo(’)/ 5 io i5 20 25 50 ¢
0.20 : ; 40.0
Alcohol (g/210L)
0,18 -=~-- Flow Rate(L/M) e 36.0
0.16 32.0
0.14 28,0
0.12 24.0
0.10 20.0
0.08 F 16.0
0.0§ I 12.0
0.04 I 8.0
0.0 I" o . 4.0
O'Ooc;/ 5 10 15 20 25 50 °
.20 ; ; 10.0
Alcohol (g/210L)
0.184-~--- Flow Rate(L/M) 36.0
0.16¢ 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 ( 16.0
0.06 I 12.0
0.04 I 8.0
0.02/1 e 4.0
O'O% 5 10 15 20 25 50"



SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 11/10/2018

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 15:22
INTERNAL STANDARD VERIFIED 15:23
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 15:23
BLANK TEST 0.00 15:24
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 15:24
BLANK TEST 0.00 15:25
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 15:26
BLANK TEST © 0.00 15:27

0.20 ; H 40.0
——— Alcohal{g/210L)
0.18k----- Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.086 19.0
0.04 8.0
0. 021~ R - - = = 4.0
J
0. 00U 0.0
0 5 10 15 20 25 30
0.20 i i 40.0
Alcohol (g/210L)
0.18p -~~~ Flow Rate(L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0,10 20.0
0.08 //—' 16.0
0.06 I 12.0
0.04 8.0
0. Q2= TR Tt T T R T 4.0
0.00 0.0
15 20 25 30
0. 200 > l§O 40.0
——— Alcohol {g/210L)
0.184~~~" Flow Rate({L/M) 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 //ﬂwf 16.0
0.06 12.0
0.04 8.0
0. 02} fr==mm-mmsf S m R e 4.0
. o‘/ 0.0
0.0 0 5 10 15 20 25 30




. SUPERVISOR TEST

Alcohol {g/210L)
0,18} - ===~ Flow Rate(L/M) 36.0

NYS UNIVERSITY POLICE
SUNY MORRISVILLE 0.16 : 32.0
DATAMASTER dmt: 100123

Date: 11/16/2018 0.14 28.0

OPERATOR NAME: ' 0.12 ba.0
JONATHAN S MACKO
Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE 0.10 {,,_—— 20.0

Reference Standard #: 18230

0.08 16.0

Nominal = 0.10 g/210L
0.06 12.0

BLANK TEST 0.00 10:17

INTERNAL STANDARD VERIFIED 10:17 0.04 6.0

REFERENCE STANDARD TEMP 34.00c : i

REFERENCE STANDARD 0.10 10:18

BLANK TEST 0.00 10:19 0. 02}-f=mmmm = 4.0

REFERENCE STANDARD TEMP 34.00c ;

REFERENCE STANDARD 0.10 10:19 o oo: . b0

BLANK TEST 0.00 10:20 70 5 10 15 20 25 30

REFERENCE STANDARD TEMP 34.00c 0.20 7 : 40.0

REFERENCE STANDARD 0.10 10:21 Alcohol (g/210L)

BLANK TEST 0.00 10:22 0.18k{ -~~~ Flow Rate{L/M} 36.0
0.16 32.0
0.14 28.0
0.12 24.0
0.10 20.0
0.08 //f’- 16.0
0.08 12.0
0.04 8.0
0. 02 = sy T 4.0
0.00 0.0

0 5 10 15 20 25 30
0.20 ; ; 40.0
Alcohol (g/210L)

0.18} "~~~ Flow Rate(L/M) 36.0
0.16 32.0
0.14 : : 28.0
0.12 24.0
0.10 20.0
0.08 16.0
0.06 12.0
0.04 8.0
0. 02 == i 4.0
0. 00U 0.0




. SUPERVISOR TEST

NYS5 UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 11/25/2018

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 11:03
INTERNAL STANDARD VERIFIED 11:03
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 11:03
BLANK TEST 0.00 11:04
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 11:04
BLANK TEST 0.00 11:05
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 11:06
BLANK TEST 0.00 11:07

0.20]

0.20

0.00

0.00Y
0

.20 7 7 40.0
~——— Alcohol {g/210L)
1ghd----- Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 /r"———_ 16.0
.06 12.0
.04 8.0
STl S - 4.0
j
!
s 0.0
0 5 10 15 20 25 30
] i 40.0
Alcohol (g/210L)
.18}~ ~-~-- Flow Rate(L/M) 36.0
16 32.0
.14 28.0
12 24.0
.10 20.0
.08 //’—_ﬁﬁi 16.0
.06 12.0
.04 8.0
e o 4.0
25 30 °
? lp 15 20 0.0
Alcohol (g/210L)
18l === Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
J12 24.0
.10 Dl S s S et 20.0
.08 //”——’— 16,0
.06 12.0
.04 8.0
TR e T T R e e T T T o T T T 4.0
,ooj 0.0
0 5 10 15 20 25 30



. SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 11/30/2018
OPERATOR NAME:

JONATHAN S MACKO
Permit #: 45982

Nominal = 0.10 ¢g/210L

- BLANK TEST
INTERNAL STANDARD

REFERENCE STANDARD
BLANK TEST :

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP

REFERENCE STANDARD TEMP

REFERENCE STANDARD TEMP

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

19:
19:

19:
: 09

19:
19:

19:
111

07
07

08
09
10

10

0.00k
0
0.20

0.12

0.00
0.20

.20 7 ; 40.0
Alcohol{g/210L)
L18 T Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 f/——_——— 16.0
.06 12.0
.04 8.0
ol e e 4.0
I 5 10 15 20 25 3§.o
z i 40.0
Alcohol (g/210L)
RNE-1 S R Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
24.0
10 20.0
.08 16.0
.06 12.0
.04 8.0
Ogfr-mmmns R 4.0
/ 0.0
? ao 15 20 25 300 6
Alcohol{g/210L)
I el Flow Rate(L/M}) 36.0
.16 32.0
.14 28.0
.iz 24.0
.10 20.0
.08 //"- 16.0
.08 12.0
.04 8.0
. Q2R s 4.0
'005 5 10 15 20 25 30"



- SOLUTTON CHANGE

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

_Nominal = 0.10 g/210L

BLANK TEST 0.00 19:46
INTERNAL STANDARD VERIFIED 19:46
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10. 19:46
BLANK TEST 0.00 19:47
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 19:48
BLANK TEST 0.00 19:49
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 19:49
BLANK TEST 0.00 19:50

0.00
0.20

0
0.20

.20 : i 40.0

—— Alcohol (g/210L)
L18k] = Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 16.0
.06 12.0
.04 -0
i - - o 4.0
0.0

5 10 15 20 25 30

- 40.0

— Alcohol (g/210L)
L1 = Flow Rate(L/M) 36.0
.16 32.0
14 28. 0
.12 24,0
.10 //" 20.0
.08 16.0
.06 12.0
L 04} 8.0
.02 LT T e ST T T = 4.0
. 00! 5% 3§.O

10 15 20

2 : 40.0

- Alcohol (g/210L)
Ligbed - Flow Rate(L/M) 36.0
16 32.0
.14 28.0
.12 24.0
.10 20.0
08 16.0
.06 12.0
.04 8.0
T A RES S 4.0
. 00 0.0

0 5 10 15 20 25 30



- SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 12/14/2018

OPERATOR NAME:
JONATHAN S MACKO
Permit #: 45982

Reference Standard #: 182

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

30

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

Operator Agency/Dept: SUC MORRISVILLE

14:
14:

14:
14:

46

47
48

48

:50
51

0.00
0.20

0.00
0.20

.20 : 7 40.0
Alcohol (g/210L)
18l ----- Flow Rate(L/M) 36.0
.16 32.0
14 28.0
.12 24.0
.10 (/ 20.0
.08 16.0
. 06 12.0
.04 8.0
RS T R A S8 - 4.0
I 0.0
0 5 10 15 20 25 30
7 7 40.0
Alcohol (g/210L)
L1gl - Flow Rate(L/M) 36.0
16 32.0
.14 28.0
.12 24.0
.10 F 20..0
.08 16.0
.06l 12.0
.04 8.0
Q2 T T T 4.0
' 0.0
o) 5 10 15 20 25 30
5 40.0
Alcohol (g/210L)
18] - Flow Rate{L/M) 36.0
.16 32.0
.14 28.0
12 24.0
.10 ///—- 20.0
.08 16.0
06 12.0
.04 8-0
.02 = e T T, 4.0
. ool 0.0
0 5 10 15 20 25 30



Infrared Instrument
Weekly Calibration Verification Test Record

Department: NYS Uﬁl#’al’S/f‘Lf /%/’CL

Instrument Serial #;: 09123

Test | Simulator Simulator Sim. Test Results Breath Analysis | Sim.
Date | Solution Lot | Temperature Serial# Supervisor Sol.
4 4 Shange
1 2 3 1 2 3
Pa4.00
Aol 1523, o P [yge | ol | 10
END Q{ O 13250 Yo DY 1% lo |10 | . ()wc?r
2018 WL RUSE (54t o 5 | M PGS NG A MA ¢ ko
éLC)lZ «"ILI/ﬁ 13310 Ble Byw ple meaoo |, |0 |00 DuFfy v
T (51 :
b6 i/u//:‘) 18310 39U BYw3 0| neade |9 (.09, 10| DuFfy
'/f%/:s 183310 o BHBGT ML |10 |0 |.in Dufr
i 1%/“1 19% 10 o 13400 |3k \mPhgs |0 | 1o [0 | Dusey
vf1[m 18300 .95 g (04 | g g |1 | Docey v
YYANBINE 34y s MPUE g | |18 MACKO
2)isfq 18310 B 33998359 voaae |10 | 10| 10| Puery
2Av/4 |33 14 33.933.49¢/33.49 MPH | 1¢ |1¢ |18 | MAC KO
x 3419 3"/1‘1 18360 .038%3¢,00mp400 [, 10 (.10 |, L0 Dupry v
~ .
6 ("-“'or A .
b ML [3f#9 13340 348 g4 34 400 |10 | 19|10 DuAfY
and T’V‘*'”‘g' Cw L Please enter a v to denote simulator solution change taking place




‘SUPERVISOR TEST

.20

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

OPERATOR NAME:

CONOR J DUFFY

Permit #: 39998

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST 0.00 07:
INTERNAI STANDARD VERIFIED 07:
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07:
BLANK TEST 0.00 07:
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07
BLANK TEST 0.00 07:
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 07:

BLANK TEST 0.00 07:

i8
18

19
20

:20

21

21
22

.1¢
.14
.12

.10

.06

.04

.14
.12

.10

.06

.04

0.00
0
0.20|

.16
.14
.12

.10

.06

.04

.00

.18

Alcohol{g/210L)
Flow Rate{L/M)

40.

36.

32.

28 .

24.

20.

16.

12.

5 190

Alcohol (g/210L)
Flow Rate(L/M)

36.

32.

28 .

24.

20.

16.

12.

[es]

5 10

.18}

Alcohol {g/210L)
Flow Rate(L/M)

36.

32.

28.

24.

20.

16.

12.

o]

30



SUPERVISOR TEST

NYS UNIVERSITY POLICE
SUNY MORRISVILLE
DATAMASTER dmt: 100123

Date: 12/28/2018

OPERATOR NAME:

JONATHAN S MACKO

Permit #: 45982

Operator Agency/Dept: SUC MORRISVILLE
Reference Standard #: 18230

Nominal = 0.10 g/210L

BLANK TEST ) 0.00 14:35
INTERNAL STANDARD VERIFIED 14:35
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:36
BLANK TEST 0.00 14:37
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:37
BLANK TEST 0.00 14:38
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 14:39
BLANK TEST 0.00° 14:40

.20 ] : 400
Alcohol (g/210L)
18l ----- Flow Rate{L/M) 36.0
.16 32.0
.14 28.0
.12 24.0
.10 20.0
.08 //——’—f 16.0
.06 12.0
.04 8.0
L Q2 et e S B * 4.0
i
i1
. 00U 0.0
5 1o 15 20 25 30
.20 : ; 40.0
Alcohol (g/210L)
18k = Flow Rate(L/M) 36. 0
16 32,0
.14 28.0
.12 24.0
.lO r 20'0
.08 16.0
.06 12.0
.04 8.0
.02 TR = Fomn 4.0
.00l 0.0
0 5 10 15 20 25 30
.20 ; 4 40.0
Alcohol (g/210L)
18] == Flow Rate (L/M) 36.0
16 32.0
.14 28.0
.12 24.0
.10 /r 20'0
.08 16.0
. 06 12.0
.04 6.0
R e R i 4.0
. ool 0.0
0 5 10 15 20 25 30



